In this paper, we describe the procedures to make epoxy resin and agarose phantoms designed using Mie scattering calculations. The phantoms are constructed to be used in the estimation of point spread function (PSF) of an optical coherence tomography (OCT) and evaluation of optical properties extraction (OPE) algorithm.
INTRODUCTION
A phantom is a virtual tissue with well controlled optical properties (e.g. refractive index, scattering coefficient, anisotropy factor and absorption coefficient), which can be constructed in a solid or liquid state depending on the application [1] . Phantoms are widely used for testing the design, optimization, and performance evaluation of optical systems. In optical imaging systems in particular, phantoms are used for the measurement and evaluation of system parameters such as longitudinal and transverse resolutions, image contrast, point spread function (PSF), system sensitivity, system differentiability (between two types of tissue), and system detection of a tissue containing a certain concentration of a particular component. The field of phantom construction has evolved considerably over the past several decades, and standard and consistent, manufacturing procedure need to be established for many material combinations to avoid wasting time and resources on inaccurate design. The increase of interdisciplinary collaboration between physicists, chemists and computer scientists, can help establishing better procedures. Some of the phantom construction recipes for optical imaging applications can be found in [2] [3] [4] [5] [6] [7] [8] [9] [10] and a comprehensive review has been published by Pogue et al. [11] . Huang et al., have reported the use of metal microspheres, particularly gold particles, to make the phantoms [12] . Phantom construction literature is comprehensive, but there remain many practical issues for specific applications.
MATERIAL AND METHODS

Optical properties
In a solid matrix containing particles within a transparent hardener, the scattering coefficient, µ s [mm - 
In a medium where the volume fraction of scatterers is 20% or less, equation (1) is valid. However, when the fraction becomes higher than 50%, equation (2) is used [14] .
Where, φ [mm 3 ] is the volume of the scatterers and V [mm 3 ] is the volume of a single scatterer. Similarly, the absorption coefficient, µ a , is obtained using the product of the volume density of the chromophores in the phantom, a ρ , and absorption cross-section, a σ [14] . The absorption coefficient is then used in the Beer-Lambert law to model the attenuation of incident light. The Beer-Lambert law shows that the variation of optical power attenuates exponentially with the travelled path length [14] . The relation between the reflected back light intensity, I , and the incident light intensity, 0
where L is the optical path length and a μ is the absorption coefficient of the specimen [14] . The anisotropy factor [15] , g, is another optical property related to the angular probability of the scattered light to that of the incident light, represented as the cosine of the averaged scattering angle. There are other optical properties that can also characterise the tissue [16] : (1) the reduced scattering coefficient, each step has an isotropic scattering [13] . Such a description is equivalent to the description of photon movement using many small steps of 
, where n is the refractive index of the material and is related to the phase velocity and, κ , the extinction coefficient relating the absorption due to dielectric loss and permittivity characteristics of the material [16] .
Phantom design
Phantom design requires the use of Mie scattering theory to describe the interaction of photons with the particles embedded within phantom's matrix. Mie theory is an analytical solution of Maxwell's equations for modelling the scattering of spherical particles in a homogeneous material [17] . A MATLAB version of Mie theory for homogeneous spheres was prepared by C. Maetzler in 2002, based on the appendix in Bohren and Huffman, 1982 [14] . Another Mie calculator is provided by OMLC group and used by many researchers [18] [19] [20] . Mie theory cannot be applied to closely packed particles where near field interactions occur. To utilise Mie theory correctly, the formula πλ 2 / [17] . When the diameter of the particles in the phantom becomes very small (
), Rayleigh scattering contributes significantly to the total scattering [17] . However, for particle sizes larger than the wavelength, (d>λ) Mie scattering dominates. Mie scattering is not strongly wavelength dependent, whereas Rayleigh scattering is inversely proportional to the wavelength of the light [17] . Mie calculations require knowledge of the refractive index of the embedded scatterers and the principle matrix material of the phantom at the specific wavelength of interest, λ. The refractive index, n, of a material can be estimated using the Sellmeier equation and the refractive index of the material at two other wavelengths. The refractive index of the material at two other wavelengths can be found in the literature. The Sellmeier equation is defined as follows:
where a and 0 λ are Sellmeier coefficients [21] . The complex refractive index of the embedded scattering microspheres can be measured using the approach described in [22] . In our study however, we chose materials with well known values for the complex refractive index, found in the literature. A phantom with the desired optical properties can thereby be designed using Mie theory [18, [22] [23] . The input parameters for the Mie calculation are the microsphere (scatterer) diameter (m), the working wavelength in vacuum (m), the complex refractive index of the microspheres, refractive index of the principle matrix material, and the concentration of the scattering microspheres (μm -3 ). The concentration is computed as follows: if we use M ml of the microsphere suspended in K grams of the principle matrix material [24] , the volume fraction of the spheres is
The concentration of the scatterers is then calculated via
(a is the diameter of the spheres [μm]). Scattering and polarization patterns are the main outputs of the Mie calculation. Here we only use the scattering information which includes the scattering coefficient and scattering angle in our analyses. The solid phantom is then constructed by mixing the correct proportions of the scattering material (as obtained from Mie calculations) in an appropriate hardener. Beside the approach described to design the phantom, one may design the phantom based on what materials are available [11] .
To validate the optical properties of the prepared phantom, an integrating sphere [25] is used. The integrating sphere is an optical component consisting of a hollow cavity with its interior coated for high diffuse reflectivity having relatively small holes as needed for entrance and exit ports. It is used with light source and a detector for optical power measurement. Integrating sphere is used in combination with a mathematical approach, e.g. addingdoubling algorithm [25] . In the adding-doubling algorithm, the light distribution in the turbid media is evaluated by analyzing the total reflection from, and transmission through a sample. In addition to the integrating sphere, the optical properties extraction (OPE) algorithm which is based on the Extended Huygens-Fresnel (EHF) theorem can be used to measure the optical properties of the phantoms [26] [27] . With OPE software, the image recorded by an imaging modality, OCT, is used along with an image processing algorithm to obtain the optical properties. Other studies have also been undertaken for validating and verifying the optical properties of the phantoms such as spatially resolved diffuse reflectance method or time-resolved methods [28] .
Imaging system configuration
The OCT system employed for imaging the phantom samples in this study is an en-Face time domain OCT which uses a dynamic focus scheme. The details of the design and implementation are similar to the design described in [36] . With dynamic focus, the coherence gate is synchronised with the confocal gate; hence, the transverse resolution is conserved throughout the depth range and an enhanced signal is returned from all depths. We have taken advantage of the simplification introduced by the DF-OCT system, where there is no need to deconvolve the reflectivity profile with the confocal gate profile, as this last one is constant throughout the depth. DF-OCT system is especially designed for use in applications where a high lateral resolution in a large scan depth is required.
PHANTOM CONSTRUCTION
Material selection
In the construction of a phantom three main components are required: (1) the scatterer, (2) the absorber, (3) the principle matrix material. The relative amount of each of these materials is determined using Mie calculation.
Scatterers:
In previous studies, different materials have been employed in the construction of phantoms as scaterrers, namely; latex, silica, TiO 2 , Al 2 O 3 , PMMA, melamine, polyester and polystyrene [11] . In many cases, polystyrene microspheres are chosen due to their ready availability, low cost, reproducibility, lifetime and chemical compatibility with the phantom matrix material. Spherical metallic particles can also be employed as scatters. These particles are stable over time, compatible with many principle matrix materials, and very flexible in terms of available size, shape, and composition. Amongst the generally available metallic microspheres (silver, gold, nickel and iron) colloidal gold microspheres with 30% glass as seed and 70% coated gold material are suitable for some phantom study as they can easily be dispersed in an epoxy-resin matrix and also they are highly reflective [12] . With gold particles one can tune both the scattering and absorption coefficients of a phantom [12] . In addition to the gold microspheres, gold microrods give scattering and absorption coefficients similar to that of skin, although using the general Mie formulation is not feasible in this case as the general Mie calculation works for spherical particles [29] . We have experimented with phantoms in which we used one of the following scatterers: titanium dioxide (T8141, provided by Sigma-Aldrich), Polystyrene (white and black dyed), silica microspheres (provided by Polysciences), super white polyester pigment microspheres (provided by Duke scientific), and gold microspheres (provided by Pfizer).
Absorber:
Absorber is used to add absorption property into the phantom, different materials can be used [11] : blood, which provides realistic tissue spectra and oxygenation function, but survives less than a day, also it has associated Health and Safety issues in handling, ink (India ink), that has flat absorption spectra, but remains stable for only a few days, molecular dyes, which provide a spectra with peak absorption at a particular wavelength and survive for months, and fluorophore, which is compatible with aqueous dissolving compounds and are stable for a few weeks. One of the general pr invisible i 740nm an ink is the Another a formally k profile wi good solu construct was comp absorption 
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NP [32] riments for ha of a catalyst a matrix. In this F) and AraDV ELFORD [33 minutes and then immersed in the ultrasonic bath for a further 20 minutes. The resultant solution is poured into a capped Petri dish. The dish is placed in an oven for 12 hours at 60 °C to set. The mentioned mix ratios between the XD716 and DBF is of great importance as if it is not provided, the phantom will be 'dough-like' and cannot be setup and used in the OCT setup with vertical sample arm [34] .
Agarose phantoms
Polystyrene microspheres are usually supplied as water-based suspensions. The microspheres with water are not soluble in epoxy-resin. Moreover, freeze-drying of the particles may alter their optical properties and make them aggregate together within the epoxy resin matrix producing an inhomogeneous mix. In order to address thses potential problems we use an agarose matrix. With agarose, the setting time is reduced from 12 hours to 30 minutes and the aqeuous microspheres are easily miscible in the matrix. To make this type of phantom, MilliQ water (with a conductivity of 18.2 Mohm-cm) is boiled. Agarose (1 mg) is added to the water (1 mL) and is stirred over a low heat, until it homogenised. The temperature should be controlled around 80 o C to prevent the solution become cloudy or burnt. The concentration of agarose determines the time required for the solution to set. Too much agarose causes strip-like elements to appear in the phantom; too little and the setting time is increased. Owing to this, we use agarose with the concentration of 1mg in 1mL water. The microsphere suspension is added when there are no visible strip-like elements in the agarose solution. This process takes approximately 5 minutes. Particle dispersion is ensured by ultrasonication for 10 minutes at 60°C. The final sample is poured into a Petri dish to set. The matrix may take 10 -30 minutes to set depending on the amount of agarose added. Agarose phantoms are constructed quickly and easily, but may not be useful in every application as the state of the phantom is jelly-like. Moreover, the concentration of the scatterers changes with time due to dehydration of the agarose gel such that the useful lifetime of these phantoms is between one to ten hours. In brief, agarose phantoms are phantoms with short lifetime but disposable and easily reproducible [35] . There are a few problems regarding to the construction of solid phantoms:
• If the amount of agarose is insufficient, the mixture is not hardened even in a few hours.
• If the microspheres suspended in water are mixed with epoxy-resin, the mixture is not homogeneous as the water containing the spheres is float on top of the epoxy-resin. Drying the aqueous solution of microspheres, one can extract the particles. Drying the solution however may cause the particles to clump or may change their optical properties. Aqueous microspheres however can be used directly in agarose phantoms.
• The concentration of the scatterers in the agarose phantoms cannot be determined precisely as the amount of water changes during the heating up process. If the agarose solution is heated too strongly, the solution may literally get burnt. This will be indicated by the cloudy colour of the solution.
CONCLUSIONS
In this paper, we have demonstrated the necessity for using different materials in phantom construction for different applications. We describe the procedures for making: (a) epoxy-resin dispersed homogeneous phantom composed of gold microspheres that can be used to find the point spread function of the system and longitudinal/transverse resolutions of an OCT system (b) epoxy-resin homogeneous phantoms composed of polystyrene microspheres that can be used to evaluate the optical properties extraction algorithm. Additionally, we discuss the relative merits of each of these types of phantom.
